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1 Introduction 

WatchBP Analyzer is the dedicated blood pressure software of Microlife professional blood pressure 
monitoring product series. It can connect and transfer data from WatchBP Office device series, WatchBP 
Home device series and WatchBP O3 device series.  

1.1 Whatôs New 

(1) Integrate with WatchBP Home devices series. 

(2) Export the usual mode and diagnostic mode report of WatchBP Home devices. 

1.2 Environment Requirements 

1.2.1  Compatible Devices  

Devices  Series  Model  Connection Method  

WatchBP Office  2G  USB & BT  

Vascular  USB & BT  

ABI  USB  

AFIB  USB  

WatchBP O3  Ambulatory 2G  USB & BT  

AFIB Ambulatory  USB  

Ambulatory  USB  

WatchBP Home  WatchBP Home  USB  

WatchBP Home A  USB  

WatchBP Home A BT  USB   
(V1.3.1.0 only support USB 
communication)  

Note:  Bluetooth connection doesnôt support with Windows 7 & 8. 
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1.2.2  Computer Requirements 

Item  Requirements  

OS of Windows  Windows 7 SP1 / 8 / 10/ 11  

Processor  1GHz and above  

Ram  512 MB and above 

Disk Space  4.5GB free hard disk space and above 

Data communication Interface:  (1) USB2.0 and above 
(2) Bluetooth 4.0 and above 
Note:  Bluetooth communication doesnôt support 
with Windows 7 & 8. 

 

1.3 Abbreviations and Terms 

The below abbreviations are shown in the software and explained as below 

# Abbreviations Interpretations 

1 SYS Systolic blood pressure 

2 DIA Diastolic blood pressure 

3 MAP Mean arterial pressure 

4 PP Pulse pressure 

5 cSYS Central systolic blood pressure 

6 cDIA Central diastolic blood pressure 

7 cPP Central pulse pressure 

8 ABI Ankle brachial index 

9 PWV Pulse wave velocity 

10 Limb The specific limb of the measurement (only for simultaneous double cuffs  
measurements) 

11 HR Heart rate (beats per minute) 

12 AFIB Atrial fibrillation 

13 PVP wave Brachial pulse waveform of the measurement 

14 CODE Events or errors 
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1.4 Installation 

Download the WatchBP Analyzer software from the Microlife website: 
http://www.microlife.com/support/software-professional-products.  
Double click on the downloaded installation program, the installation wizard dialog box will be shown. 

 
Fig. 1 The installation wizard dialog box. 

 
Click ñInstallò to start the installation of the WatchBP Analyzer. After successful installation, the dialog box 
will be shown as Fig 2. 
 

 
Fig. 2 

 
Then click ñFinishò to complete the installation. 
 
 

http://www.microlife.com/support/software-professional-products
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2 User Interface 

 
Fig. 3 

 
The user interface of WatchBP Analyzer is divided into four main areas and introduced as below.  

2.1 Device Area 

Device information will be shown when a WatchBP device is connected. The fields are interpreted as below. 
 
[Fields Interpretation] 

Fields Interpretation 

Device name The name of the WatchBP model. 

Device ID A unique device ID of the unit. 

Batteries The area displays the voltage and status of batteries of the WatchBP O3. If the 
voltage is low and thus may not last for 24-hour session, the ñRenew batteryò 
message will be highlighted. 

Type It shows the version of the device. 

Options It shows the extra options of the device. AFIB ï device with AF detector; 
Central BP ï device with the possibility of taking central blood pressure 
measurement. 

 
[Button Functions] 
The button functions are interpreted as below. 

Buttons Interpretation 

Program device For WatchBP O3 and Office, program the settings to the device. The button is 
enabled  

when a compatible WatchBP device is connected. Click the button to program 
the  

device.  
Note: This button cannot be pressed in WatchBP Vascular. 

Measure Start or Stop measurement (Only supported in WatchBP Office only) 
Set the measurement parameters, and then start a measurement 
Note: This button is only supported in WatchBP Office. 

Download Download BP data from the device to the software 
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2.2 Patient Area 

Users can register the patient in this area. Operators can manage the patient information in this area. Before 
programming settings to the device, initiating a measurement or downloading measurement data from device 
to PC, operators need to select a patient from the patient list first. 
 
[Button Functions] 
The button functions are interpreted as below. 

Buttons Interpretation 

New Press the ñNewò button to register a new patient account. 

Edit Press the ñEditò button to edit the selected patient account. 

Delete Press the ñDeleteò button to delete the selected patient account. 

Search Users could input the ñnameò, ñIDò or the ñdate of birthò to find out the specific 
patient. 

 

2.3 Folder Area 

When users select the specific patient, the corresponding historical measurement folder of the patient will be 
shown. The folder name is created by data types and displayed by the sequence of date. Measurements in 
the same date will be merged into the same folder.  
 
All of the folders are interpreted as below. 

Folder Interpretation 

WatchBP Office  Measurements of WatchBP Office series 

WatchBP Office ABI  Measurements of WatchBP Office ABI (W/ waveform presentation) 

WatchBP Office AFIB Measurements of WatchBP Office AFIB (W/ waveform presentation) 

WatchBP Office 
Vascular 

Measurements of WatchBP Office Vascular (W/ waveform presentation) 

WatchBP O3 Measurements of WatchBP O3 series 

WatchBP Home Measurements of Usual mode of WatchBP Home series 

WatchBP Home A Measurements of Usual mode of WatchBP Home A 

7 day WatchBP O3 Measurements of HOME mode of WatchBP O3 Ambulatory (BP3MZ1-1) 

7 day WatchBP Home Measurements of Diagnostic mode of WatchBP Home 

7 day WatchBP Home A Measurements of Diagnostic mode of WatchBP Home A 

 

2.4 Measurement Area 

When the specific folder is selected, the corresponding readings will be displayed. The different fields are  
displayed when the different folder is selected. 
Note: The abbreviation interpretation of the field could be referred to ch. 1.3. 
 
Fig.4 shows the measurement list of WatchBP O3. Fig.5 shows the measurement list of WatchBP Office. 
Fig.6 shows the double arm measurement of WatchBP Office ABI. Fig.7 shows the WatchBP Office Vascular  
measurement list. Fig.8 shows the usual mode readings of the WatchBP Home. Fig.9 shows the diagnostic 
mode readings of the WatchBP Home. 
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Fig. 4 

 
Fig. 5 

 

 
Fig. 6 Double arm measurement of WatchBP Office ABI 

 
Note: The first number indicates the order of recording. The dash and number after the first number indicate 
that the blood pressure of different limbs was measured at the same time. (The examples are framed by red 
blocks) 
 

 
Fig. 7 WatchBP Office Vascular measurement list 

 
Note: The first number indicates the order of recording. The dash and number after the first number indicate 
that the blood pressure of different limbs was measured at the same time. (The examples are framed by red 
blocks) 

 

 
Fig. 8 Usual mode readings of the WatchBP Home 
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Fig. 9 Diagnostic mode readings of the WatchBP Home 

 
The fields of measurement area are explained as below. 
 
[Fields Interpretation] 

Fields Interpretation 

Exclude If the Exclude field is checked, the corresponding reading will be excluded in 
the analysis and the report. 

Average without first 
measurement:  

Users could check the box to average the data without the  first measurement 

Pulse Volume 
Plethysmographic (PVP) 
wave: 

When double clicking on the data showing a small wave icon, the PVP wave of 
the corresponding measurement will be displayed (only for the central BP 
option). (Fig. 10a and 10b)  

Code and Note: Displays the codes of errors or events and brief description of the codes. Refer 
ñCode, note and potential cause and remedyò for detail. 

 

 
Fig. 10a PVP wave for an arm or both arms 
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Fig. 10b PVP wave for an arm with a leg 

2.5 Report Area 

[Button Functions] 
The button functions are interpreted as below. 

Buttons Interpretation 

Setting Office Blood 
Pressure Threshold 

Choose the threshold of systolic and diastolic from the drop-down menus. The 
values over the chosen threshold will be shown in red. 

Report option Click to hide AFIB result. 

Customization You can type the name of centre/hospital, and upload an image file as your  
customized logo,the information you provide above will be displayed in the 

PDF report,  
folder, and XLSX report. You can choose the storage path here. 

Generate PDF Report Click to generate a PDF report for the selected Measurement Folder. 

Open Folder Open the folder that contains the reports of the selected patient. 

Generate XLSX report Click to generate an Excel report of the selected Measurement Folder. 

 

 
Fig. 11 
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3 Working with WatchBP Analyzer 

3.1 Patient Registration 

You can manage the patientsô information on the patient information area (Fig 12).  

 
Fig. 12 

 
(1) Add a new patient: 

Step1: Click the New button, a dialog box will be shown. (Fig 13).  
Step2: Input the patient ID, Name, Sex and Date of Birth; Physician ID, Email (optional) and Phone 
number (optional), then click Okay button to finish the patient registration. 

 
Fig. 13 

 
(2) Edit the patient information: 

Step1: Select a patient and then click Edit button, the patient information dialog box with the record will 
be displayed. 
Step2: Edit the information and click Okay button to save the changes. 
 

(3) Delete the patient: 
Step1: Select the patientôs account and then click Delete button. Then, a confirmation screen will be 
shown.  
Step2: Press ñyesò to delete the selected patient account from the list. 

 

3.2 Program Settings to the Device  

WatchBP Analyzer allows users to program settings to the device. First of all, users have to connect the 
WatchBP device to the WatchBP Analyzer. There are two ways to connect with the device: (1) Connect by 
USB cable, (2) Connect via Bluetooth. 
 
Note:  Program device will automatically clear all measurement data from the device. Make sure the 
measurement data on the device are downloaded to the PC before you program the device!  
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3.2.1 Bluetooth Connection 

Model Pairing ï device Ready to pair Connected 

WatchBP Office  

(BP3SK1-3B) 

Press and hold the 
MODE button for 7 
seconds 

Bluetooth indicator 
flashes 

Shows Bluetooth indicator on 
device. Displays device 
information on the Analyzer. 

WatchBP Office Vascular  

(TWIN200 VSR) 

Press and hold the 
MODE button for 7 
seconds 

Bluetooth indicator 
flashes 

 

Shows Bluetooth indicator on 
device. Displays device 
information on the Analyzer. 

WatchBP O3 

(BP3SZ1-1) 

Press and hold the 
MODE button for 7 
seconds 

Bluetooth indicator 
flashes 

 

Shows Bluetooth indicator on 
device. Displays device 
information on the Analyzer. 

Note:  Bluetooth communication doesnôt support with Windows 7 & 8. 
 
Step1: Click Bluetooth at the upper right of the WatchBP Analyzer, then the available Bluetooth device will 
be shown. 
Step2: Select the specific WatchBP device and click the Connect button to connect it. (Fig. 14) 
 

 
Fig. 14 

 
Step3: Device information will be displayed once the connection is successful. 

 
Fig. 15 

 
Note: If the Bluetooth connection keeps failing, please reset the Bluetooth bonding by pressing and 
holding the Start/Stop button of the device for 7 seconds and then start the connection again. Refer 
to user manual of the device for clearing bonding. 
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3.2.2  Program ABPM 

3.2.2.1 Setting User Interface 

There are two types of ABPM mode: (1) 2 schedules and (2) 5 schedules 
 

 
Fig. 16: 2 schedules 

 

 
Fig. 17: 5 schedules 

 
<Setting measurement periods> 
Click the number of periods you want to have. 
Set the start and stop hours to the period by the drop-down menu. 
Select the interval between each measurement. 








































